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Reducing Patient Noise 
• Deep sleep/sedation? 
• Check electrode impedance 
• No neck strain 

o Reposition patient 
0 Move electrode to earlobe if PAM is too large 

Reducing Electromagnetic Noise 
• Eliminate electrical sources 

0 Heating devices, syringe pumps, beds, cell phones, unplug anything 

you can 
• Unplug Vivosonic laptop, if appropriate 

0 If not possible, plug into a dedicated outlet 
• Make non-test ear your ground 
• Avoid touching patient while touching equipment 
• Place the Vivolink and all cords on the other side of the body from the 

heart monitors 
• Make sure the amplitrode cables are not touching transducer cables or 

tubes 

Reducing Stimulus Artifact 
• Use alternating polarity 
• Increase the distance between transducers and electrodes 
• For bone conduction, put electrode on the front of the ear lobe 
• Reduce stimulus intensity 




